Use of the cobas 4800 system for the rapid detection of toxigenic Clostridium difficile and methicillin-resistant Staphylococcus aureus.
The new cobas® Cdiff and cobas® MRSA/SA tests were compared with conventional methods for the rapid detection of toxigenic Clostridium difficile and methicillin-resistant Staphylococcus aureus. The final concordance between cobas Cdiff Test and GDH/toxin gene screening was 97.62% and between cobas MRSA/SA Test and chromogenic culture, 91.30%, respectively.